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Abstract: The corrosion of the reflective layer is one of the main degradation mechanisms of solar
reflectors. However, the appropriate assessment of the corroded reflector samples is not accomplished
by the current analysis techniques. On the one hand, the reflectance measurement protocol of
non-damaged solar reflectors for concentrating solar thermal technologies is widely addressed in the
SolarPACES reflectance guideline. However, this methodology is not adequate for reflectors whose
surface is partially corroded by many kind of corrosion agents. In this work, a new measurement
technique to properly assess corroded samples was developed. To check the usefulness of the
method, several damaged samples (subjected to two accelerated aging tests) were evaluated with
the conventional technique and with the improved one. The results showed that a significant
discrepancy is observed between the two methods for heavily corroded samples, with average
reflectance differences of 0.053 ppt. The visualization of the reflector images illustrated that the
improved method is more reliable. On the other hand, both the corrosion products formed and
the corrosion rates were identified after each corrosive test. The chemical atmosphere significantly
affects the products formed, whereas the corrosion rates are influenced by the test conditions and the
reflector quality.
Keywords: concentrating solar thermal energy; corroded solar reflector; improved measurement
method; corrosion product; corrosion rate; monochromatic specular reflectance; solar
hemispherical reflectance
1. Introduction
The increase of the greenhouse gases in recent years, especially the CO2 emissions [1], has led to a
change in the energy mix [2,3]. The traditional energy sources such as coal, oil, and natural gas are
being replaced by other sources with a less aggressive impact on the environment. This change is led
by renewables energies [4,5]. Within them the importance of the solar energy should be noted as the
best alternative to mitigate the effects originated by the fossil sources because its repercussion on the
environment is almost negligible [6–8]. For this reason, solar energy has experienced the renewable
energies supply highest average annual growth rate in the world (56.9%), from 1990 to 2015 [9]. Solar
energy can be classified into solar thermal energy (STE) or photovoltaic (PV) energy, depending on the
energy conversion process. In addition, STE can be divided, depending on the concentration, into
concentrating solar thermal (CST) or non-concentrating solar thermal technologies. Regarding CST
energy, the total capacity installed worldwide is 5.5 GW, Spain being the country with the highest
contribution, 2.3 GW, i.e., the 42% of the total capacity installed [10,11]. According to the International
Energy Agency’s (IEA) forecast for 2050 [11], an 11% of the worldwide energy mix will be provided by
CST systems.
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Reflectors, commonly called mirrors, are a crucial component in CST technologies whose goal is
to concentrate the radiation in order to transform solar energy into thermal energy [12]. Depending
on the reflective layer, mirrors can be classified into aluminum or silvered reflectors [13]. To achieve
suitable operating conditions in CST technologies, a reflector with high efficiency should be installed
to reach the maximum plant’s output [14].
The optical parameter that correctly quantifies the efficiency of a solar reflector is the reflectance,
ρ. The measurement of this parameter is a non-trivial issue because many variables are involved in the
reflection process, such as the wavelength, λ, the beam divergence of the incident light source, ϕi, and
the incidence angle, θi of the incoming solar beam, as well as the acceptance angle, ϕ, of the receiver or
measurement device detector. A group of experts have been working on the proper definition of the
reflectance under the framework of SolarPACES Task III, within the IEA. Several agreements reached
by this group are collected in a document in which current version is titled “Parameters and method
to evaluate reflectance properties of reflector materials for concentrating solar power technology”
(hereinafter “SolarPACES Reflectance Guideline”) [15]. This document has been used as a reference by
the CST community for the last years and it has even been mentioned by the first standard published
about solar reflectors’ durability testing, the UNE 206016:2018 [16], as the measurement method to
assess durability experiments.
The measurement protocol described in this guideline, in order to measure new and clean solar
reflectors, has proven to be very accurate and easy-to-use for any laboratory or company equipped
with conventional commercial instruments [17,18]. However, the proposed conventional method used
to characterize aged and/or soiled reflector samples is insufficient and inaccurate since only some
specific spots of the samples are assessed and it does not take into consideration θi and ϕ dependence.
Recently, several research works which focused on the characterization of soiled reflectors were
published [19–22]. However, the evaluation of aged mirrors is a challenging topic that has only been
addressed up to now with a prototype instrument specially developed by DLR for that purpose [23].
The durability of the solar reflectors is one of the most important parameters to consider when a
CSP plant is designed [13]. In order to guarantee that the reflector is suitable to maintain its optical
properties during the whole lifetime of the plant, several aging tests should be performed to assure the
reliability of the material. For this purpose, corrosion tests must be carried out to simulate both the
corrosion conditions provoked by salty climates, where the concentration of Cl− ions are higher than
usual, as well as polluted atmosphere originated by industries, where the concentration of harmful
gases (such as SO2, NO2, or H2S) is extremely high. These real outdoor conditions significantly affect
the lifetime of the solar materials because the reflector layer (normally silver) reacts with the chemical
compounds of corrosive environments. Consequently, the analysis of the corrosion parameters is a
crucial aspect to be considered in the durability studies.
This paper presents an advanced method to analyze corroded solar reflectors. On the one hand,
an improved optical measurement technique that accurately measures aged mirrors degraded due to
corrosion mechanisms was developed. This method is based on the use of photographic images, the
two commercial instruments normally employed in the conventional method (that is, reflectometers
and spectrophotometers), and the application of an innovative measurement protocol. Results obtained
from this new technique have highly improved the understanding of the overall efficiency decrease
produced along the whole solar reflector’s surface due to the corrosion effects. On the other hand, the
corrosion products appearing on the samples were identified and related to the chemicals added to
each corrosive test, and the influence of the materials quality and the testing conditions were related
with both the corrosion rates and the total corroded areas.
2. Materials and Methods
This section includes the description of the optical reflectance parameters normally used to
characterize solar reflectors, the reflector materials measured in this study, the durability tests applied
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to these reflectors, and the measurement equipment employed. Finally, both the conventional optical
measurement technique and the improved technique proposed in this work are presented.
2.1. Reflectance Definitions
The optical parameter to correctly characterize a solar reflector is the solar-weighted near-specular
reflectance, ρs,ϕ([λa, λb],θi,ϕ), which is defined as ratio of the radiant flux reflected from a surface in
the specular direction (and collected into ϕ) to that of the incident radiation flux (coming with an angle
θi and weighted in the range from λa to λb) [14]. Unfortunately, the employed devices to measure it are
lab-prototypes [24–27], which are not commercially available yet. Consequently, solar reflectors are
normally assessed by an indirect method based on the combination of the following reflectance values:
• Solar-weighted hemispherical reflectance, ρs,h([λa, λb],θi,h), which is calculated by weighting the
hemispherical reflectance spectrum, ρλ,h, with the solar direct irradiance, Gb, on the earth surface
for each λi, according to Equation (1) [28].
ρs,h([λa, λb], θi, h) =
∫ λb
λa




where ρλ,h is the ratio of the incident and emitted energy flux of a surface within the complete
hemisphere [14], measured with a spectrophotometer. For European and North American latitudes,
typical solar direct irradiance spectra are given by the current standard ASTM G173-03 (air mass AM
1.5) [29].
• Monochromatic near-specular reflectance, ρλ,ϕ(λ,θi,ϕ), which is the ratio of incident and emitted
energy flux of a surface in the specular direction [14]. It is measured with a reflectometer.
• Monochromatic hemispherical reflectance, ρλ,h(λ,θi,h), which is the value of the spectral
hemispherical reflectance at the same λ of the ρλ,ϕ measured. It is used to calculate the specularity
of the reflectors, that is, the ratio between ρλ,ϕ and ρλ,h.
2.2. Materials
Second surface silvered-glass reflectors are the most commonly used materials for CST
technologies [30,31]. Consequently, this work is focused on the analysis of this type of solar reflectors.
They were composed of a low-iron glass substrate (1–4 mm thickness) coated with a silver reflective
layer on the backside (see Figure 1). To protect the silver on the backside, the mirror backing system
consists of a copper layer and several protective paints. All the reflector samples analyzed were 100
mm by 100 mm and they featured an original edge, in which the metal layers are completely covered
and protected by paint layers (protected edge), and three fractured (or unprotected) edges, in which the
cross-section of the metal layers was directly in contact with the corrosive atmospheres. This scheme is
a common practice in durability research works [32] to properly study the influence of the weathering
agents in both undamaged and pre-damaged edges.
Silvered mirrors were composed on the top by glass or polymer surfaces that protect the silver
layer of possible environmental weathering. Then, the reflector layer was covered on the back side by
a copper layer and different protective paints which prevent the corrosion penetration. The thickness
and composition of these paint layers played an important role in order to determine the durability
against the corrosion. Due to environmental reasons, current research efforts are ongoing to reduce or
remove the lead content of the paints [33].
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Figure 1. Schematic composition of silvered-glass.
A variety of reflector samples from a number of manufacturers and subjected to two durability
tests (Copper-accelerated acetic acid salt spray (CASS) and Kesternich tests, see Section 2.3) were
selected for this study, to be analyzed afterwards with the two measurement techniques. All the
samples subjected to the CASS test and were labelled with a “C” followed by a number, from one to
nine. For the Kesternich tests, the samples were labelled with a “K” followed by a number, from one
to nine. Table 1 shows the main characteristics of all the samples tested, including the number and
thickness of the back paint layers and the initial reflectance values. Regarding the samples K-1 to K-3,
initial damage (a scratch on the paint) was willfully done in order to expose the entire reflector layer to
the Kesternich atmosphere [10].













C-1 4 3 32-40-30 0.964 0.951
C-2 4 3 32-40-30 0.964 0.951
C-3 4 3 32-40-30 0.964 0.953
C-4 1 2 30-30 0.967 0.955
C-5 1 3 28-35-35 0.961 0.951
C-6 1 3 28-35-35 0.964 0.951
C-7 1 2 30-30 0.966 0.955
C-8 1 3 28-35-35 0.961 0.951
C-9 1 2 30-30 0.965 0.954
K-1 1 3 28-37-37 0.954 0.945
K-2 1 3 28-37-37 0.956 0.944
K-3 1 3 28-37-37 0.956 0.944
K-4 4 3 28-37-37 0.957 0.944
K-5 4 3 28-37-37 0.957 0.943
K-6 4 3 28-37-37 0.958 0.945
K-7 4 3 28-37-37 0.959 0.944
K-8 4 3 28-37-37 0.959 0.945
K-9 4 3 28-37-37 0.958 0.943
2.3. Durability Tests
All the samples included in this study have in common that the main degradation mechanism
provoked by the two durability experiments applied (CASS and Kesternich tests) was the corrosion
in the reflective silver layer, both in the form of corrosion spots or corrosion penetration through the
edges. This is one of the typical degradation effect reported for silvered-glass reflectors [13,34].
On the one hand, CASS test is one of the most common aging experiments applied to simulate
corrosion in solar reflectors [13]. In accordance with the ISO 9227 [16], the samples were tested at
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a temperature (T) of T = 50 ◦C and 100% of relative humidity (RH), where an uninterrupted spray
composed by a solution of demineralized water, 50 g/L of NaCl and 0.26 g/L of CuCl2 was continuously
wetting the samples. The condensation rate obtained for a surface of 80 cm2 in the testing chamber
with these conditions was 1.5 mL/h. Moreover, the pH of the solution was kept between 3.1 and 3.3
and it was adjusted by adding acid or basic compounds such as HCl or CH3COOH and NaOH. Three
CASS were conducted, varying the testing time (which was 330, 430, and 480 h), with the goal of
producing several different levels of corrosion.
On the other hand, Kesternich test was utilized to reproduce industrial atmospheres where the
concentration of corrosive gases is very high (typically known as acid rain conditions) and consequently
the main degradation mechanism is the corrosion of the reflective layer. To simulate such polluted
environments, the samples were subjected to two different SO2 concentrations (3333 and 6667 ppm)
and temperatures (T = {25, 40, 50} ◦C) during 8 h and to ambient conditions for 16 h, which suppose a
cycle of 24 h in total. As in the previous test, different testing time was applied to vary the severity of
the corrosion.
In addition to the testing conditions, the intensity of the corrosion appearing in the different
samples tested depended on the number, the thickness, and the composition of the back coating layers
(see Table 1). Table 2 presents a summary of the testing conditions corresponding to the different
experiments applied.
Table 2. Tests conditions of the experiments applied to the studied reflector samples.
Sample Code Durability Test Testing Conditions Testing Time (h)
C-1, C-2, C-3
CASS
T = 50 ± 2 ◦C, pH = [3.1, 3.3] at 25 ◦C
Sprayed NaCl solution of 50 ± 5 g/L and
0.26 ± 0.02 g/L CuCl2
480




T = 40 ◦C, RH = 100%
[SO2] gas = 6667 ppm
910
K-4, K-5, K-6 T = 50
◦C, RH = 100%
[SO2] gas= 3333 ppm
768
K-7, K-8, K-9 T = 25
◦C, RH = 100%
[SO2] gas = 3333 ppm
720
2.4. Analysis Techniques
This section describes the two optical measurement equipment used to measure reflectance in
both the conventional and the improved techniques.
2.4.1. Reflectometer
The equipment selected to measure ρλ,ϕ, was the portable specular reflectometer 15R-USB by
Devices and Services (D&S, Dallas, TX, USA) [35], which was specifically developed by the company
in cooperation with Sandia National Laboratories to assess solar reflectors [36] (see Figure 2). It has a
light-emitting diode (LED) source of λ = [635, 685] nm, with a peak at λ = 660 nm. ϕ can be selected
from ϕ = {3.5, 7.5, 12.5, 23.0} mrad, and the θi = 15◦. The instrument produces a collimated beam to
a diameter of 10 mm (which corresponds to the measurement spot size) so that all of the reflected
beam can be collected by the 22 mm diameter receiver lens. The beam deviation of the collimated
incident beam is ϕi = 5 mrad and therefore almost matching the sun disc on a clear-sky day. The
instrument allows measuring curved mirrors and also first and second surface mirrors with different
top-layer thickness.
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2.4.3. EDX 
Energy dispersive X-ray analysis (EDX) is a technique that uses X-ray to identify the elemental 
composition of a material. In our case, a QUANTAX EDS system (Bruker, Durham, UK) was utilized 
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S-3400N (Hitachi, Tokyo, Japan) that generates a microscopic image that is scanned by the EDX 
Figure 2. Portable specular reflecto eter 15R- SB by evices and Services ( S).
All the measurem nts were taken at ϕ = 12.5 mrad. The instrument used (serial number 117)
has a repeatability of ±0.002 and a resolution of ±0.001. The calibrated reference standard, a 4-mm
second-surface silvered-glass sample by OMT (serial number OMT-214044-02), has an uncertainty of
0.0015. Considering these values, the expanded type B uncertainty is 0.006. All measurements were
taken in steady conditions (at constant temperature) by the same technician.
2.4.2. Spectrophotometer
The scanning spectrophotometer (model Lambda 1050, Perkin Elmer (PE), Waltham, MA, USA)
with a 150-mm diameter integrating-sphere accessory was employed to measure ρλ,h (see Figure 3) [37].
It is a UV/Vis/NIR double beam and double monochromator instrument with two light sources, a
deuterium lamp for the UV range, and a halogen lamp for the Vis/NIR range. The beam source has a
spectral λ range from 175 to 3300 nm, θi = 8◦ and is about 17 mm by 9 mm size. The detection system
is composed of a photomultiplier for the UV/Vis range, and two detectors (a Peltier controlled PbS
detector and a InGaAs detector) for the NIR range. The measurement spot in this case is 9 mm by
17 mm.
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Measurements were taken in 5 nm steps in the range λ = [320, 2500] nm. The maximum response
time (0.04 s) was selected in the whole λ range, except in λ = [600, 880] nm, where the minimum
response time (1 s) was chosen. This combined response time was selected because it presents a
proper compromise between accuracy and measuring time. The instrument used (serial number
1050N9061802) has an accuracy of ±0.007 (at 635 nm). The c librated referenc standard, a 4-mm
second-surface silver d-glass sample by OMT (serial number OMT-214044-02), has an uncertainty of
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0.0015. Considering these values, the expanded type B uncertainty is 0.016. All measurements were
taken in steady conditions (at constant temperature and with an opaque cover) by the same technician.
2.4.3. EDX
Energy dispersive X-ray analysis (EDX) is a technique that uses X-ray to identify the elemental
composition of a material. In our case, a QUANTAX EDS system (Bruker, Durham, UK) was utilized to
perform the analysis. This EDX system is coupled to a scanning electron microscopy (SEM), model
S-3400N (Hitachi, Tokyo, Japan) that generates a microscopic image that is scanned by the EDX system.
The results provided by the EDX analysis consist of spectra which exhibit peaks corresponding to the
elemental composition of the sample analyzed.
2.5. Conventional Reflectance Measurement Technique
The conventional method applied is in agreement with the current version of the “SolarPACES
Reflectance Guideline” [15], which has been extensively employed to characterized solar reflectors in
durability studies [37–39]. According to it, the following parameters must be measured to monitor the
aging of solar reflectors:
• ρs,h at θi ≤ 15◦ and in the range λ = [320, 2500] nm.
• ρλ,ϕ at one defined λ in the range λ = [400, 700] nm, θi ≤ 15◦, and a ϕ in the range of ϕ = [0,
20] mrad.
• ρλ,h at the same λ as for ρλ,ϕ to calculate the specularity of the reflector samples.
As it is recommended in this guideline, ρλ,ϕ was measured in five points of each reflector sample,
taken in the center of the sample and close to the four corners of the sample (see Figure 4), and the
average value as well as the standard deviation was reported. The measurements were always taken
at a distance to the sample edge higher than 10 mm. The equipment used for the measurements was
the portable specular reflectometer 15R-USB by D&S, described in Section 2.4.1. A mask was always
used to characterize each reflector sample in order to always measure the same spots and so properly
assess the evolution of the possible corrosion partners.
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conventional measurement technique.
In addition, ρs,h measurements were taken at the center of the reflector samples and repeated
at the same point thrice (rotating the sample 0◦—no rotation—, 90◦, and 180◦) to check any possible
anisotropy. Due to the shape of the beam spot and the possible inaccuracy in the positing after the
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rotation, the three measurement spots might not be exactly the same (see Figure 5). Again, both the
average value and the standard deviation were reported. The equipment used for the measurements
was the spectrophotometer Lambda 1050 by PE, described in Section 2.4.2.Coatings 2019, 9, x FOR PEER REVIEW 8 of 18 
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× ρs,h,NC + ACAT × ρs,h,C (3)
where the subscripts “NC” and “C” in the reflectance mean non-corroded and corroded, respectively. To
calculate the weighted reflectance, the first step consists in taking an image of the sample to determine
AC and ANC.
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In Figure 6, it is depicted the histogram with the different tonalities of black and white that could
exist in the pixels (from zero to 255). Depending on the threshold chosen, the detection of black and
white can vary. If the threshold selected is zero, all the pixels colors will be detected as white, while
if it is 255, the opposite case would occur, and all the pixels will be detected as black. The Figure 6a
shows the histogram of a sample with black corrosion. In this case, the white tonalities started in
the range of 188 to 232 and the black from 58 to 125. The threshold selected was 148, distinguishing
perfectly between corroded (from zero to 148) and non-corroded area (from 148 to 255). However, for
samples where the corrosion appears with a color different to black, the threshold should be modified
in order to detect this corrosion (see Figure 6b). In this case, the corrosion tonalities are yellow and the
threshold selected to recognize this color as corrosion was 194. As a consequence, the corroded area
was counted from zero to 194.
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Figure 6. Histogram image of a corroded sample with black corrosion (a) and yellow corrosion (b).
The pictures were taken with a homogenous illumination of 1000 mA in the whole sample to
avoid shadow areas and with an exposure time of 1/15 s. As it was previously explained, for typical
corrosion whose corrosion color is black, the threshold employed was 148. Nevertheless, for corrosion
whose color is not black, for instance yellow, the threshold should be changed to higher values in
order to detect the degradation. Additionally, a distinction between the corroded area starting in the
cut edges and originated by corrosion spots can be implemented. With an image treatment software
(Matlab or ImageJ), it is possible to perform the transformation of the real image to a binary image,
where the corroded surface is in black and the sef l area is in hite, permitting to estimate the
no-corroded surface percentage (see Figure 7). fter several tests, it was determined that the minimum
quality recom ende to take the image should be 254.6 pixels/m , which corresponds to a vertical
and horizontal resolution of 300 ppi. The accuracy of the software is good enough because the operator
of the software can avoid manually the side effects that could be interpreted as corrosion but they are
not. Examples of this kind of side effects are sha ing when the photo was taken, and soiling deposited
on the reflector surface. Consequently, the accuracy i detecting the real corrosion is very high. To
have a quantitative value of this accuracy, one corroded reflector sample was analyzed by taken five
pictures and calculating the corroded area with the software, keeping all t e parameters consta t. The
re eatability obtained was ±0.07%.
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The second step is based on taking the reflectance easure ents in the useful area to calculate
ρ ,ϕ,NC or ρs,h,NC. On the one hand, for corrosion with a dark color, the reflectance of the corroded area
can be approxi ated to zero (black surface), ρ ,ϕ,C = ρs,h,C = 0. Then, for the calculation of ρλ,ϕ,NC
with the reflectometer, five measurements are randomly taken along the non-corroded reflector surface.
In sa ples here the corrosion is heterogeneous, special care ust be taken to avoid easuring in
corrosion spots and in the corroded edges (see Figures 8–10). On the other hand, if the corrosion is not
dark (for instance, yellow), it is necessary to measure, as a minimu , once in the corroded area to
calculate the ρλ,ϕ C or ρs,h, and to change the threshold value for taking into consideration this area
(see Figure 10). The same rules should be followed to calculate ρs,h,NC with the spectrometer, with
the only exception that in this case only three measurements are recommended to avoid a very ti e
consu ing process.
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3. Results and Discussion
This section sets out results of the corrosion products formed, the corrosion rate and the reflectance
(both average and standard deviation values) of corroded samples measured with the two different
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measurement techniques. For purposes of clarity, the results are divided into two subsections according
to the accelerated aging test used to corrode the reflectors. Moreover, images of these reflector samples
are provided to show the different corrosion levels and the points where ρλ,ϕ,C (in yellow) and ρλ,ϕ,NC
(in red) were measured.
3.1. Reflectance Analysis
3.1.1. CASS Test
Table 3 presents the average and standard deviation of ρλ,ϕ, ρλ,ϕ,NC, ρs,h, and ρs,h,NC of the
corroded samples using both measurement techniques and after several testing times in the CASS
test (see Table 2 for the testing conditions).The values of ρλ,ϕ,w and ρs,h,w are calculated through the
Equations (1) and (2), weighting the ρλ,ϕ,NC and ρs,h,NC with the corroded area, as also shown in the
table. The weighted reflectance value obtained with the improved measurement technique and the
reflectance measured with the conventional method are both in bold for an easy comparison of the
results (see the Discussion section). Furthermore, the corresponding images of these samples are
illustrated in Figure 9.
Table 3. Results of the corroded area and the monochromatic specular and solar hemispherical
reflectance values for both reflectance measurement techniques, applied to the corroded samples aged
















ρλ,ϕ (–) ρλ,ϕ,NC (–) ρλ,ϕ,w (–) ρs,h (−) ρs,h,NC (−) ρs,h,w (−)
X σ X σ X σ X σ X σ X σ
C-1 0.30 0.964 0.001 0.963 0.001 0.960 0.001 0.950 0.000 0.951 0.001 0.948 0.001
C-2 1.42 0.963 0.001 0.962 0.000 0.949 0.000 0.949 0.004 0.951 0.000 0.937 0.000
C-3 0.11 0.964 0.001 0.964 0.001 0.963 0.001 0.952 0.000 0.952 0.000 0.951 0.000
C-4 13.00 0.921 0.040 0.945 0.012 0.822 0.010 0.931 0.008 0.935 0.007 0.813 0.006
C-5 7.72 0.960 0.002 0.959 0.000 0.886 0.000 0.951 0.000 0.951 0.000 0.878 0.000
C-6 9.45 0.963 0.001 0.964 0.000 0.873 0.000 0.951 0.002 0.951 0.001 0.861 0.001
C-7 15.00 0.963 0.001 0.963 0.000 0.819 0.000 0.950 0.001 0.951 0.000 0.808 0.000
C-8 3.80 0.959 0.003 0.959 0.002 0.922 0.002 0.949 0.000 0.949 0.000 0.913 0.000
C-9 7.00 0.959 0.003 0.964 0.001 0.892 0.001 0.943 0.000 0.949 0.000 0.883 0.000
3.1.2. Kesternich Test
Regarding the samples subjected to the Kesternich test (see Table 2 for the testing conditions), Table 4
presents the average and standard deviation of ρλ,ϕ, ρλ,ϕ,NC, ρs,h, and ρs,h,NC for the measurements
using both measurement techniques after several times in three Kesternich tests at different gas
concentration and temperature values (see Table 2 for the specific testing conditions). For the material
K-4, K-5, and K-6, the ρλ,ϕ,C obtained was 0.85, 0.32, and 0.86 ppt and the ρs,h,C was 0.87, 0.82, and
0.87 ppt, respectively. ρλ,ϕ,C and ρs,h,C for the rest of the samples were zero. Also, the corroded area
is presented in this table to calculate the weighted reflectance (ρλ,ϕ,w and ρs,h,w) with the improved
method. As in Table 3, final reflectance values of both methods are shown in bold. In addition,
Figure 10 exhibits representative images of the corroded samples after the Kesternich test.
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Table 4. Results of the corroded area and the monochromatic specular and solar hemispherical
reflectance values for both reflectance measurement techniques, applied to the corroded samples aged

















ρλ,ϕ (–) ρλ,ϕ,NC (–) ρλ,ϕ,w (–) ρs,h (–) ρs,h,NC (–) ρs,h,w (–)
X σ X σ X σ X σ X σ X σ
K-1 9.00 0.954 0.001 0.954 0.001 0.869 0.001 0.945 0.000 0.943 0.000 0.858 0.000
K-2 9.58 0.951 0.003 0.953 0.001 0.862 0.001 0.944 0.000 0.942 0.000 0.852 0.000
K-3 12.78 0.954 0.002 0.955 0.001 0.833 0.001 0.944 0.001 0.942 0.000 0.822 0.000
K-4 4.32 0.955 0.003 0.957 0.002 0.952 0.002 0.944 0.000 0.941 0.001 0.938 0.001
K-5 8.82 0.778 0.300 0.932 0.030 0.879 0.027 0.782 0.020 0.939 0.004 0.929 0.004
K-6 7.02 0.929 0.040 0.960 0.003 0.953 0.003 0.887 0.010 0.943 0.002 0.938 0.002
K-7 0.37 0.954 0.002 0.957 0.001 0.953 0.001 0.945 0.000 0.945 0.000 0.942 0.000
K-8 0.95 0.954 0.002 0.955 0.001 0.946 0.001 0.944 0.000 0.945 0.000 0.936 0.000
K-9 0.43 0.954 0.001 0.956 0.000 0.951 0.000 0.942 0.001 0.944 0.000 0.940 0.000
3.1.3. Discussion of the Measurement Techniques
As can be seen in the Tables 3 and 4, the reflectance results of both measurement techniques are
quite different. Usually, the conventional method provides much higher reflectance values than the
improved method because the corroded area of the sample is not properly considered.
On the one hand, if ρλ,ϕ and ρλ,ϕ,NC are compared to ρs,h and ρs,h,NC, the values are quite similar
for most of the cases (with differences below the type B uncertainty of the equipment) because the
probability of measuring in non-corroded area with the conventional method is high, due to the low
portion of corroded area (not greater than the 15% of the total area), as can be observed in the tables
and pictures. However, given that the conventional method always measures in the same spots, there
is a chance that the corrosion may appear in the measurement area. For instance, this event occurs in
samples C-4 and K-5 for the monochromatic specular reflectance (where the measurement spots are
distributed in the whole surface, see Figure 4), and K-5 and K-6 for the solar hemispherical reflectance
(where the measurements spots are located in the central area, see Figure 5). This fact also provokes an
increase in the standard deviation (reaching values up to 0.300). Additionally, the ρλ,ϕ,NC and ρs,h,NC
assess the quality of the mirror surface which is not corroded, providing a more reliable reflectance
average because uncertainty related to the corroded area is reduced. Thus, with these parameters
(ρλ,ϕ,NC and ρs,h,NC) it is possible to evaluate the quality of the reflector layer.
On the other hand, a great discrepancy between ρλ,ϕ and ρλ,ϕ,w, and ρs,h and ρs,h,w exists for
most of the reflectors, where the improved measurement technique provides smaller reflectance results
because the corroded area is taken into consideration. To quantify the importance of this discrepancy,
the reflectance differences between the conventional and the improved methods, ρλ,ϕ-ρλ,ϕ,w and
ρs,h-ρs,h,w, are calculated (for all samples except K-5 and K-6). As a result, the average values achieved
are 0.053 ppt for both the monochromatic specular and solar hemispherical reflectance. Especially, the
samples C-4, C-6, C-7 (Table 3), and K-3 (Table 4) show significant monochromatic specular reflectance
discrepancies, where the maximum difference of 0.144 ppt is reached for the sample C-7. Regarding the
solar hemispherical reflectance, a maximum reflectance discrepancy of 0.142 ppt between both methods
is achieved for the sample C-7. This fact occurs because these specific samples are very damaged, as
it is depicted in the Figures 9 and 10. Consequently, the measurements taken with the conventional
method only were taken in the non-corroded area, obtaining a reflectance value much higher than
the real. Otherwise, the opposite case occurs for the samples K-5 and K-6 where the monochromatic
specular and solar hemispherical reflectance in the improved method is 0.101, 0.024 and 0.147, 0.051
ppt higher than in the conventional one, respectively. This difference is induced by a coincidence
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between the measurement spots of the conventional method and the corroded area, provoking an
excessive decrease of the reflectance.
Finally, there are two cases that are worth mentioning (C-7 and K-3), where the main corrosion is
suffered in the edges of the reflector samples. In both cases, the corroded area is very high but the two
types of measured reflectance (ρλ,ϕ and ρλ,ϕ,NC and ρs,h and ρs,h,NC) show unrealistically high values.
However, the weighted reflectance (ρλ,ϕ,w and ρs,h,w) do present low values, which are more reliable
because the corrosion mainly appeared in areas not accessible for the measurement instruments (the
edges).
3.2. Corrosion Products Formed and Corrosion Rates
This section presents all the results of the advanced analysis performed in the corroded samples
in order to determine the corrosion rates and the corrosion products appeared after the accelerated
aging tests. It is divided into two sections, according to the accelerated aging tests.
3.2.1. CASS Test
As depicted in Figure 9, the corrosion of the samples in the CASS test was provoked by two
different degradation mechanisms, which are the occurrence of corrosion spots and the corrosion along
the edges. In order to determine the corrosion products that might appear in both types of degradation
defects, an EDX analysis was performed in the silver layer of a reflector sample in the initial status and
also in a corrosion defect of a reflector sample after being subjected to the CASS test during 480 h. For
both types of degradation defects, the formation of oxides and chlorides of silver was observed (see
Figure 11). This originates the appearance of new compounds whose reflectance is zero, subsequently
reducing the optical properties of the reflectors. As can be seen, the EDX analysis before the CASS test
did not detect the presence of Cl− ions in the composition of the silver layer (see Figure 11a). However,
after 480 h of the CASS test, a new peak appeared in the spectrum, which corresponds to Cl− ion (see
Figure 11b). The presence of silicon, magnesium, and sodium is due to the proximity of the glass to the
measured zone. In addition, copper is detected because this layer is deposited on the back side of the
silver layer for protection. Lastly, the non-identified peaks correspond to the gold which was sputtered
on the sample to improve the quality of the EDX analysis.
Another important parameter to assess the corrosion detected in the samples is the corrosion rate
(see Table 5), which is calculated as the corroded area divided by the testing time. This parameter
varied in function of the test severity (see Table 2), the number of protected edges and the types of
paints of the reflector (see Table 1).
Table 5. Corrosion rates of samples tested in the CASS test.
Sample Code C-1 C-2 C-3 C-4 C-5 C-6 C-7 C-8 C-9
Corrosion Rate (cm2/h) 0.0006 0.003 0.0002 0.0300 0.0220 0.0200 0.0500 0.012 0.0210
The main conclusions obtained from the corrosion rates are:
• The protection of the edges is essential to improve the durability of a reflector. As it is shown in
the Table 5, the samples tested during the longest time obtained the lowest corrosion rate because
all of the edges were protected.
• As for the number of paint layers, the samples C-4, C-5, C-6, and C-7 were tested during the same
time (430 h). However, a great difference is observed among their corrosion rates, being higher for
samples C-4 and C-7, which contain two paint layers instead of three. The same argument is used
for samples tested during 330 h, where C-9 (two paint layers) has a corrosion rate twice as high as
C-8 (three paint layers).
• Another parameter to consider in the evaluation of the corrosion rate is the testing time. As can be
seen for samples with only one protected edge and the same number of paint layers, the corrosion
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rate increases with time. For example, this is the case of C-4 and C-7 against C-9 (both with two
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Figure 11. Energy dispersive X-ray analy is (EDX) analy is of the reflector silver layer before (a) and
after of 480 h (b) of the CASS test.
It is also important to highlight that these conclusi s can be also extrapolated to the differences
d tected in the corroded area (se T ble 3) because, as expect , a perfect match was found betw en
both parameters (corrod d area and corrosion rate).
3.2.2. Kesternich Test
As was previously reported for the CASS test, the main corrosion mechanisms are the appearance
of corrosion spots and edge corrosion. To characterize the products formed in the corrosion process, an
EDX analysis of a sample tested during 910 h in a Kesternich test was carried out. It was observed that
the silver layer w s significantly affected by the SO2 atmosphere, due to the reaction of the silver with
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the sulfur, and provoking the appearance of new compounds. As illustrated in Figure 12, the emergence
of sulfur is detected, as well as other compounds such as silicon, gold, and sodium (aforementioned
and explained in Section 3.2.1). Another remarkable result is the absence of copper in this analysis,
probably due to a total corrosion of the copper layer by the sulfurous atmosphere.
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Figure 12. EDX analysis of the reflector silver layer after of 910 h of Kesternich test.
In addition, the corrosion rates of all the samples tested in the Kesternich test were obtained (see
Table 6). The method to calculate this parameter was already described in Section 3.1.
Table 6. Corrosion rates of samples tested in the Kesternich test.
Sample Code K-1 K-2 K-3 K-4 K-5 K-6 K-7 K-8 K-9
Corrosion Rate (cm2/h) 0.010 0.010 0.014 0.005 0.010 0.009 0.001 0.001 0.001
In this test, the influence of the temperature and the SO2 concentration must be taken into account,
arriving at the following main considerations:
• As it was mentioned in the CASS results, the protection of the edges is a very important issue.
This was also noticed in the Kesternich test because the three samples with only one protected
edge (K-1, K-2, and K-3) showed the highest corrosion rates.
• With respect to the gas concentration, it was also noticed that the degradation is increased at the
highest SO2 concentration (samples K-1, K-2, and K-3).
• Finally, the influence of the testing temperature can be analyzed by comparing samples tested at
the same SO2 concentration (3333 ppm) but at different temperatures, i.e., samples K-4, K-5, and
K-6 (tested at 50 ◦C) against samples K-7, K-8, and K-9 (tested at 25 ◦C). As can be observed, the
corrosion rates are much higher for samples tested at the highest temperature. Consequently, the
influence of the temperature is crucial in this test.
As it was already mentioned for the CASS test, these conclusions can be also extrapolated to the
differences detected in the corroded area (see Table 4) because, as expected, a perfect match was found
between both parameters (corroded area and corrosion rate).
4. Conclusions
The investigation presented in this work demonstrates that the reflectance of corroded reflector
samples is not suitably assessed by the conventional measurement technique. Thus, a new methodology
Coatings 2019, 9, 749 17 of 19
is required to analyze corroded reflectors. Following up on this goal, an improved measurement
technique that provides an appropriate reflectance value for corroded samples was developed. This
method was able to distinguish between corroded and non-corroded surfaces and to determine a
weighted reflectance value. The average differences between both methods are 0.053 ppt for both the
monochromatic specular and the solar hemispherical reflectance. Discrepancies of up to 0.144 and
0.147 ppt are reached for monochromatic specular and solar hemispherical reflectance, respectively. As
it was demonstrated by image inspection of the reflector samples, the reliability of both monochromatic
specular and solar hemispherical reflectance was much higher when the improved method was utilized,
even in the cases where the corrosion is mainly found near the sample edges.
Moreover, it was proved that the severity of the corrosion originated in the reflectors depends
on several parameters, such as the reflector material quality and the corrosion test conditions. With
respect to the reflector material quality, the numbers of back paint layers as well as the number of
protected edges are two of the key indicators of reflector resistance against corrosion. In this sense, it
was determined that the corrosion rate and the corroded area decrease as the number of both the back
paint layers and the protected edges increase. Additionally, the degradation of the reflector samples
increases with the severity of the test conditions and the duration of the test.
Regarding the products formed after the aging tests, the EDX analysis of the silver layer shows
that chlorine appeared in the CASS test, whereas traces of sulfur were observed after the Kesternich
test. Therefore, it is concluded that the new compounds originated depend on the chemical elements
added in the aging tests.
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